Instrument 


Vendor Quantity Price (approx.) Extended Price 


Justification 


Priority 


gas chromatograph 

Agilent 

2 

35,000 

70000 relpace obsolete equipment in drug lab 

example only 

LC/MSMS 

Agilent 

1 

300,000 

needed for analyses not suitable for GC/MS 
such as Musrooms.GHB.Khat Pharmaceuticals 

depends on abvailability 
of instrument in CT lab 

GC/MS 

Agilent 

1 

90,000 

replace old equipment 
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